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Electrical stimulation therapy (EST) of the lower esophageal sphincter is a relatively new technique for the treatment of gastro- 
esophageal reflux disease (GERD) that may address the need of GERD patients, unsatisfied with acid suppressive medication 
and concerned with the potential risks of surgical fundoplication. In this paper we review available data about EST for GERD, 
including the development of the technique, implant procedure, safety and results from open-label trials. Two short-term tem- 
porary stimulation and long-term open-label human trials each were initiated to investigate the safety and efficacy of EST for 
the treatment of GERD and currently up to 2 years follow-up results are available. The results of EST are promising as the 
open-label studies have shown that EST is a safe technique with a significant improvement in both subjective outcomes of 
symptoms and objective outcomes of esophageal acid exposure in patients with GERD. However, long-term data from larger 
number of patients and a sham-controlled trial are required before EST can be conclusively advised as a viable treatment option 
for GERD patients. 

(J Neurogastroenterol Motil 2014;20:287-293) 
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Introduction 

Gastroesophageal reflux disease (GERD) is a highly preva- 
lent disorder affecting approximately 20% of the Western 
population. 1 Furthermore in Asia, where the prevalence of 
GERD is traditionally low, several reports suggest a rapid in- 
crease in prevalence over the last several years." 4 The primary op- 



tion for the treatment of GERD is acid suppressive therapy, 
which has been shown to be effective in reducing symptoms and 
healing esophagitis. 5 ' 6 A large group of GERD patients however 
attend surgical and gastroenterology clinics for alternative treat- 
ment options as they have persistent troublesome GERD symp- 
toms despite of optimal acid suppression or are unwilling to un- 
dergo lifelong medical treatment.' Laparoscopic anti-reflux sur- 
gery (LARS) offers an established alternative treatment option to 
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medical therapy, reducing both heartburn and regurgitation 
effectively. 8 Many patients are however reluctant to this proce- 
dure, since new-onset dysphagia, gas-bloating, inability to vomit 
and/or belch are expected complications after LARS. 9,10 Electrical 
stimulation of the lower esophageal sphincter (LES) is a rela- 
tively new technique for the treatment of GERD that may ad- 
dress the need of a large subgroup of GERD patients, unsatisfied 
with medical therapy and concerned with the potential risks of 
LARS. Lhe aim of electrical stimulation therapy (EST) is to en- 
hance the barrier function of the LES in order to obtain reflux 
control, while preserving normal LES function and esoph- 
agogastric junction (EGJ) anatomy. In this review we present 
available data about EST for GERD, including a short overview 
of the development of the technique, a description of the implant 
procedure, and safety aspects and results of the performed 
open-label studies." 13 

Development of Electrical Stimulation 
Therapy for Gastroesophageal Reflux 
Disease 

The first studies on electrical stimulation of the LES for the 
treatment of GERD were performed in canine models. Ellia et al 14 
reported that electric stimulation (20 Hz, pulse width of 3 msec) 
with 2 pairs of electrodes caused a prolonged contraction of the 
sphincter complex, which was able to prevent gastroesophageal 
reflux in dogs with surgically-induced EGJ incompetence. In an- 
other animal study which investigated pulse parameters in more 
detail, it was found that only low frequency stimulation (6 cycles 
per minute, pulse width of 375 msec) caused a prolonged increase 
in LES pressure. 15 The effect of stimulation was sustained even 
after the stimulation had stopped, while LES relaxations during 
swallows were unaffected. High frequency stimulation (20 Hz, 
pulse width of 200 p,sec) by endoscopically placed micro- 
stimulators into the esophageal muscle layer showed similar re- 
sults, but only after exceeding a 8 mA threshold. 16 Rodriguez et 
al 17 were the first to investigate the effects of high (20 Hz, pulse 
width of 200 llsec) and low (6 cycles per minute, pulse width of 
375 msec) frequency electrical stimulation on LES in GERD 
patients. Electrical stimulation with both high and low frequency 
caused an increase in LES pressure without affecting LES relax- 
ation and LES residual pressure during swallowing. High fre- 
quency stimulation was determined to be a better option as it uses 
less energy and increases battery life. Similar to the outcomes of 
the animal studies, the effect of stimulation was sustained even af- 



ter the stimulation was stopped. These results were replicated by 
Banerjee et al' 8 using temporary stimulation leads implanted dur- 
ing endoscopy. 

Technique 

The LES-stimulation system (EndoStim BV, the Hague, 
The Netherlands) consists of 3 components: an implantable pulse 
generator (IPG), a bipolar lead with 2 stitch electrodes and an ex- 
ternal programmer (Fig. 1). Electrical stimulation to the LES is 
generated by the IPG, sending electrical pulses of 5 mA at a rate 
of 20 Hz via the bipolar lead to the 2 stitch electrodes, implanted 
in the LES muscle. The IPG contains a non-rechargeable battery 
with a lifetime of 10-15 years, which is inserted in a subcutaneous 
pocket in the anterior abdominal wall (Fig. 2). The external pro- 
grammer is used to modify parameters of the stimulation and to 
read therapy statistics. EST is delivered 8-12 times a day for 30 
minutes per session. Temporary LES-stimulation studies had 
shown a sustained effect of EST on LES pressure that persisted 
long after stimulation was stopped, enabling the intermittent 
stimulation of the LES. 1 ' 

Implant Procedure 

Implantation of the IPG and bipolar lead is performed using 




Figure 1. Lower esophageal sphincter (LES) stimulation system 
(EndoStim) consists of an implantable pulse generator (IPG), bipolar 
electrodes implanted in the LES and the leads connected to the IPG and 
an external programmer. 
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Figure 2. EndoStim implantable pulse generator implant is located in a 
subcutaneous pocket in the anterior abdominal wall and the bipolar 
electrodes are implanted in the lower esophageal sphincter muscle. 

standard laparoscopic techniques, which were described pre- 
viously in detail. 11 In short, after trocar placement, dissection of 
fat tissue is performed to expose the muscle wall of the distal 
esophagus. In the presence of a small hiatal hernia, repair by cau- 
dal retraction of the esophagus and tightening of the hiatus by 
standard surgical procedure is indicated. The bifurcated lead is 
then introduced into the abdominal cavity and using a guiding 
needle, the electrodes at the proximal end of the lead are inserted 
and secured into the esophageal muscle wall (Fig. 2) Upper gas- 
trointestinal endoscopy is performed to identify the Z-line by 
transillumination and to avoid perforation during electrode 
placement. The distal end of the bipolar lead is retracted through 
the abdominal wall and connected to the IPG. After a function- 
ality test of the whole implanted system by the operator, the IPG 
is then placed into a subcutaneous pocket 3-5 cm below the left 
costal margin. After the anesthetics have worn off, the IPG is 
programmed for electrical stimulation therapy. Patients usually 
stay over in the hospital for one night for observation and are ad- 
vised to wear an elastic compression bandage over the subcuta- 
neous pocket and the IPG for 10-14 days to prevent formation of 
a seroma. 

Safety 

The results of the current studies demonstrate the safety of 
LES stimulation with an excellent side effect profile. In the 2 



clinical trials so far 3 serious adverse events (SAE) were reported. 
One SAE was procedure related: a trocar perforation was identi- 
fied on post-operative day one and was successfully repaired lapa- 
roscopically. The lead and the IPG were explanted prophylacti- 
cally and the patient recovered well. The other 2 SAEs (thyroid 
surgery and cardiac arrhythmia-atrioventricular [AV] nodal re- 
entrant tachycardia successfully treated with AV nodal ablation) 
were not device or therapy related. Of the remaining 77 
non-SAE, 26 events had probable or definite relation to the pro- 
cedure or the device (implant site pain, localized infection and 
post-operative nausea). Mild transient dysphagia was reported in 
2 patients that underwent hiatal hernia repair which resolved 
spontaneously without intervention. No GI side effects such as 
diarrhea, bloating and inability to belch were reported and no car- 
diac side effects with LES-EST were observed. 

Efficacy 

Two open-label clinical studies investigafing the efficacy and 
safety of EST of the LES using the EndoStim LES stimulation 
system were initiated and showed promising efficacy with results 
up to 24 months of follow-up. 11 " 13 

In the first open-label, single center trial performed in Chile, 
25 GERD patients (14 men, mean age 52 years) with chronic 
(> 6 months) GERD symptoms, such as heartburn, regur- 
gitation or retrosternal pain were included. GERD was well 
documented by 24-hour pH-monitoring and upper GI endos- 
copy, showing pathologic acid exposure time (pH < 4.0 during 
> 5.0% of time) and/or esophagitis. Main exclusion criteria were 
the presence of hiatal hernia > 3 cm, esophagitis > Los Angeles 
grade C, long-segment Barrett's esophagus or dysplasia. GERD 
symptoms were evaluated with GERD-health-related quality of 
life (HRQL), a disease-specific quality of life questionnaire, at 
baseline (on and off proton pump inhibitor [PPI] therapy) and 
during follow-up of electrical stimulation therapy. 19 Further- 
more, endoscopy, 24-hour pH-monitoring and high-resolution 
manometry were performed for secondary study endpoints. One 
patient withdrew consent 2 weeks after implantation due to anxi- 
ety related to the device and multiple follow-up tests required by 
the protocol so the IPG was explanted despite a favorable initial 
symptom response. 

The first results of this trial showed improvement of symp- 
tom scores soon after activation of the device and at 6 months me- 
dian (interquartile range [IQR]) GERD-HRQL symptom 
score was 2 (0-4), which was significantly better than the median 
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Table. Outcomes of Lower Esophageal Sphincter-Electrical Stimulation Therapy on Gastroesophageal Reflux Disease - Health-Related 
Quality of Life Symptom Scores, 24-hour pH-monitoring and Manometry of the First Open-label Human Trial at 12 Months Compared 
to Baseline (n = 24) (Adapted from Rodriguez et al ) 

Baseline (Off PPI) 12 months P-value 

GERD-HRQL symptom score 23.5 (21.00-25.75) 2.0 (0.0-3.0) < 0.010 

Acid exposure time (% of time with pH < 4.0) 10.1(7.7-15.5) 3.3(1.8-6.9) < 0.001 

Patients with abnormal AET 24/24 (100) 8/22 (39) < 0.001 

(n [%]) (pH < 4.0 during > 4.0% of time) 

LES end-expiratory pressure (mmHg) 8.7(6.3-10.0) 11.5(6.8-16.5) N/A 

LES mean pressure (mmHg) 17.6 (15.2-21.0) 23.0 (16.0-26.8) N/A 

LES residual pressure (mmHg) 7.6(2.9-11.0) 8.0(4.0-11.0) N/A 

PPI, proton pump inhibitor; GERD, gastroesophageal reflux disease; HRQL, health-related quality of life; AET, acid exposure time; LES, lower esophageal 
sphincter; N/A, not available as different manometry systems were used at baseline and 12-month follow-up. 
All data are presented as median (IQR) unless indicated otherwise. 



baseline scores both on PPI (9 [6-10] , P < 0.001) and off PPI 
therapy (24 [21-26]). Twenty-one of 24 (88%) patients were 
able to completely stop PPI usage. Acid exposure time during 
24-hour pH-monitoring improved from median of 10.1% at 
baseline to a median of 5.1% after 6 months (P < 0.001). 1 

This study was initially designed with a 6-month follow-up 
period, but was extended to 2 years in order to collect additional 
long-term data. Twenty-three out of the initial 25 patients en- 
tered the extension phase. One patient did not enroll into the ex- 
tension phase of the trial since he was planning to undergo a 
Roux-en-Y gastric bypass procedure for uncontrolled Type 2 
diabetes. Twenty-three patients completed one year follow-up 
and the results were recently published. Median (IQR) GERD- 
HRQL symptom score remained low at 12 months (2 [0-3], 
compared to baseline off PPI [P < 0.001] , and baseline on PPI 
[P = 0.002]) (Table). Median acid exposure time decreased 
even further to 3.3% from baseline (P < 0.001) and 14 of 22 
(64%) patients showed normal distal esophageal acid exposure 
time (pH < 4.0 during < 4% of time). The trial also showed 
normalization of proximal esophageal acid exposure in subset of 
patients with proximal reflux at baseline. High-resolution man- 
ometry showed an increase of end expiratory and mean LES 
pressure, whereas esophageal body function and LES relaxation 
were unaffected (Fig. 3). New-onset dysphagia or sensation of 
the electrical stimulation was not reported. Currently, 2 1 patients 
have completed 24-month follow-up and the favorable outcomes 
of EST both on symptom scores and acid exposure time prevail 
over time. Seventy-one percent of patients showed either a nor- 
malized or at least 50% reduction in acid exposure time. 

The second ongoing open-label multicenter study was ini- 
tiated at university hospitals in the Netherlands, but patients were 




Figure 3. Effective primary peristalsis after a wet swallow (5 mL of 
water) with complete relaxation of the lower esophageal sphincter (LES) 
seen on high-resolution manometry during electrical stimulation 
therapy. LES-end expiratory pressure was 12 mmHg at baseline (A) 
which increased to 22 mmHg after 3 months of LES-electrical 
stimulation therapy (B). 

also recruited from New Zealand, India, Hong Kong and Chile. 
With similar inclusion and exclusion criteria as in the first open- 
label trial, 24 patients (14 men, median age 51) were included. 
Currently, 18 patients have completed 3 -month follow-up and 14 
patients 6-month follow-up. Interim results showed a positive ef- 
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Figure 4. Improvement of acid exposure time in the 2 open-label trials. 
Pre-EST, before electrical stimulation therapy; On-EST, during 
electrical stimulation therapy. 



feet on symptoms: GERD-HRQL median (IQR) score was 4 
(2-11) at 3 months and 5 (4-9) at 6 months, respectively with P 
< 0.001 and P < 0.01 when compared to baseline score off PPI 
(31 [25-37]). Furthermore, acid exposure time decreased from 
11.3% (9.0-15.5%) at baseline to 3.3% (2.5-9.1%) at 3 months 
and to 2.6% (1.8-5.4%) at 6 months (Fig. 4). 13 Completion of the 
data up to 24-month follow-up is awaited. 

Discussion 

At present, available data on EST of the LES indicate that 
EST may be an effective and safe treatment option for GERD 
patients searching for an alternative to medical therapy or con- 
ventional LARS. 

The pathophysiology of GERD is multi-factorial; several 
factors can lead to the prolonged exposure of the esophageal epi- 
thelium to gastric acid and cause the perception of heartburn 
and/or regurgitation." 0,21 The primary mechanism to prevent gas- 
troesophageal reflux however is a competent barrier function of 
the EGJ, composed of the LES and the crural diaphragm. 2 " In 
GERD patients, the barrier function of the EGJ is impaired, al- 
lowing reflux to occur more easily than in healthy subjects. 23 Acid 
suppressive therapy does not influence the function of the EGJ 
and symptoms due to reflux of non-acid gastric contents can 
persist. 24 ' 25 LARS focuses on reinforcement of the EGJ by wrap- 
ping the gastric fundus around the distal esophagus. The proce- 
dure is effective in reducing gastroesophageal reflux, but the me- 
chanical effects of the wrap can exceed the primary goal and lead 
to new onset dysphagia and inability to belch." 6 Additional prob- 



lems such as diarrhea and gas-bloating have been reported. 9,27,28 
Due to the risks of postoperative complications, many patients 
dissatisfied with PPI therapy are reluctant to undergo this 
procedure. 

Several alternative options for the treatment of GERD have 
been introduced during the last 2 decades. Less-invasive endo- 
scopic suturing devices as the Endocinch (Bard Endoscopic 
Technologies, Nurray Hill, NJ, USA), Plicator (NDO Surgical 
Inc., Mansfield, MA, USA) and the EsophyX (EndoGastric 
Solutions, Inc., Silver Spring, MD, USA) have tried to mimic 
the effects of conventional anti-reflux surgery by the creation of 
gastroesophageal plications. 2> 31 Although early improvements in 
symptoms and medication use were reported in several trials, 
clinical efficacy or durability to the level of conventional anti-re- 
flux surgery have not been met. 32 The Enteryx procedure aimed 
to increase sphincter competence by injection of sponge-like ma- 
terial into the LES. A sham-controlled study showed a moderate 
effect on symptoms and PPI use, however the product was with- 
drawn after several reports of severe adverse events related to the 
injection of the substance. 32,33 The Stretta device (Curon Medi- 
cal, Sunnyvale, CA, USA) delivers radiofrequency energy to the 
LES muscle, inducing fibrosis of the LES muscle and thereby 
augmenting its function. Although a mild subjective improve- 
ment was shown in a sham-controlled trial, it failed to improve 
objective reflux parameters. 34 Al these therapies were unable to 
demonstrate durable and clinically meaningful improvement in 
distal esophageal acid exposure. Another recent alternative is the 
magnetic sphincter, a bracelet of magnetic beads (LINX-device; 
Torax Medical, St. Paul, MN, USA), which is laparoscopically 
placed around the LES. A recently published study showed en- 
couraging results on acid exposure time and symptom improve- 
ment; however the high frequency of dysphagia requiring dila- 
tion is similar to that of conventional anti-reflux surgery and in a 
fraction of patients the device was removed because of SAE. 35 So 
far, no randomized controlled trials are available to fully assess 
the effect of the LINX-device. 

The current results of EST are promising as the 2 open-label 
studies have shown that EST is a safe technique with significant 
improvement in both subjective outcomes and objective parame- 
ters of GERD. LES stimulation significantly enhanced LES 
pressure, reduced esophageal acid exposure time and improved 
GERD symptom scores. 

Interestingly, the effect of EST on acid exposure time in- 
creased during follow-up in the first open-label trial and also the 
preliminary results of the multicenter trial show a comparable im- 
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provement on acid exposure over time (Fig. 4). These findings 
could be due to the possibility of EST to non-invasively change 
the settings of the IPG to optimize the anti-reflux effect. Howev- 
er, in the current trials adjustments to the IPG settings were lim- 
ited per protocol and stimulation parameters as pulse width, pulse 
frequency and pulse shape were similar for all patients. Future 
trials are needed to reveal if tailored-fit electrical stimulation ther- 
apy, customized to the patients' individual needs, may even fur- 
ther improve the anti-reflux effect of EST. 

The mechanisms underlying the anti-reflux effect of EST 
have not been studied in detail. The observed increase in LES 
pressure can contribute to the anti-reflux effect of the procedure; 
however other mechanisms as reduction of the number of tran- 
sient LES relaxations and changes in gastric motility may also 
play a role and need to be studied. 

The implant procedure is quite simple to perform for general 
laparoscopic surgeons and can be easily standardized for uniform 
performance. In comparison to laparoscopic fundoplication, there 
seems to be a shorter learning curve for the implantation proce- 
dure of EST. Therefore, it is no surprise that results from the 
multicenter trial in medical centers that performed only a few im- 
plantations are similar to the outcomes of the experienced single 
center trial. Furthermore in contrast to laparoscopic fundoplica- 
tion, the EGJ anatomy is unaltered during the implant proce- 
dure, making EST easily reversible by removal of the electrodes 
and IPG. 

Future prospects for LES-EST include targeting a wider 
range of GERD patients. Unlike traditional anti-reflux surgery or 
procedures, LES-EST does not adversely affect esophageal body 
function or LES relaxation and hence could be an important 
therapeutic alternative for GERD patients with esophageal dys- 
motility that are not adequately addressed by medical manage- 
ment. Furthermore, post-sleeve gastrectomy reflux is a new and 
rising subgroup of GERD patients that are inadequately treated 
with medication and are not a candidate for traditional anti-reflux 
surgery. 36 These patients could be addressed with LES-EST and 
a pilot study will be started in our center to evaluate the effect of 
EST in patients with post-sleeve gastrectomy GERD. Also im- 
provement in the system's components is expected in the future. 
Reduction of the battery size could improve the cosmetic effect of 
the procedure and limit pocket related symptoms. Ultimately, en- 
doscopic implantation of rechargeable electronic microstimula- 
tors would be an ideal anti-reflux procedure; this is however not 
expected in the very near future. 

Some points need to be taken into consideration when inter- 



preting the data published so far. The results of the multicenter 
trial are preliminary and long-term follow-up data need to be 
awaited. Furthermore, study participants represent a subgroup of 
GERD patients with only small hiatus hernia and no severe 
esophagitis or Barrett's esophagus. Whether GERD patients 
with greater anatomical defects or more severe disease can benefit 
from EST is unknown, but the combination of hiatal hernia re- 
pair with EST might offer an alternative to LARS. Finally, the 
available data are obtained during non-randomized controlled 
studies. In order to further establish the effect of EST on GERD, 
a randomized sham-controlled trial should be performed in the 
near future. The technique of electrical stimulation of the LES is 
especially suitable for a sham-controlled study, as the device can 
be easily activated and turned-off. 

In conclusion, current results suggest that EST is a safe and 
effective therapeutic alternative that may fill the gap between PPI 
therapy and conventional anti-reflux surgery. More long-term 
data and controlled trials are required before EST can be consid- 
ered as an alternative for the treatment of GERD. 
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